
NIST MEASUREMENT SERVICES:
Radiance Temperature Calibrations

Charles E. Gibson, Benjamin K. Tsai, and Albert C. Parr

Optical Technology Division
Physics Laboratory
National Institute of Standards and Technology
Gaithersburg, MD 20899

December 1997

William M. Daley, Secretary

Gary R. Bachula, Acting Under Secretary for Technology

Raymond G. Kammer, Director



iii

PREFACE

The calibration and related measurement services of the National Institute of Standards and
Technology are intended to assist the makers and users of precision measuring instruments in
achieving the highest possible levels of accuracy, quality, and productivity. NIST offers over 300
different calibrations, special tests, and measurement assurance services. These services allow
customers to directly link their measurement systems to measurement systems and standards
maintained by NIST. These services are offered to the public and private organizations alike. They
are described in NIST Special Publication (SP) 250, NIST Calibration Services Users Guide.

The Users Guide is supplemented by a number of Special Publications (designated as the “SP250
Series”) that provide detailed descriptions of the important features of specific NIST calibration
services. These documents provide a description of the: (1) specifications for the services; (2)
design philosophy and theory; (3) NIST measurement system; (4) NIST operational procedures;
(5) assessment of the measurement uncertainty including random and systematic errors and an
error budget; and (6) internal quality control procedures used by NIST. These documents will
present more detail than can be given in NIST calibration reports, or than is generally allowed in
articles in scientific journals. In the past, NIST has published such information in a variety of
ways. This series will make this type of information more readily available to the user.

This document, SP250-43 (1997), NIST Measurement Services: Radiance Temperature
Calibrations, is a revision of SP250-7 (1987). It covers the calibration of radiance temperature
standards for disappearing filament optical pyrometers, ribbon filament lamps, and radiation
thermometers (test numbers 35010C-35070S in SP250, NIST Calibration Services Users Guide).
Inquiries concerning the technical content of this document or the specifications for these services
should be directed to the author or to one of the technical contacts cited in SP250.

NIST welcomes suggestions on how publications such as this might be made more useful.
Suggestions are also welcome concerning the need for new calibrations services, special tests, and
measurement assurance programs.

Stanley D. Rasberry Katharine B. Gebbie
Director Director
Measurement Services Physics Laboratory
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ABSTRACT

This document describes the realization and dissemination of the International Temperature Scale
of 1990 (ITS-90) above 700 °C at the National Institute of Standards and Technology (NIST). By
using fundamental principles of blackbody physics, the ITS-90 scale is first fixed at the freezing
point of gold (T90 = 1064.18 °C) and is then extended to temperatures between 700 °C and
2700 °C by determining the ratio of the spectral radiance of a tungsten ribbon filament lamp to
that of a gold fixed-point blackbody at a wavelength of 655.3 nm.  A description of the facilities in
the NIST Radiance Temperature Calibration Laboratory is given, along with a discussion of the
wavelength calibration, size of source, and linearity issues.  The use and calibration of radiance
temperature standards are explained.  Values of stability and uncertainties in the scale are
reported.  The expanded uncertainties (k = 2) at 800 °C and 2300 °C are 0.6 °C and 1.4 °C for
ribbon filament lamps, 4 °C and 7 °C for disappearing filament optical pyrometers, and 2 °C and
3 °C for infrared radiation thermometers.

KEYWORDS: gold-point blackbody, International Temperature Scale (ITS-90),
pyrometers, pyrometry, radiance temperature calibration, radiation
thermometry, tungsten ribbon filament lamps
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